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The first principle is that you must not fool yourself - and you are the easiest person to fool.

Richard Feynman (1918 to 1988)

When using a monitoring device for critically ill patients, inadequate precision of the technique can result in serious misinformation. Indeed, the definition of precision is the variability of values due to random errors of measurement. Semantically, it refers to how closely individual measurements agree with each other - that is, the minimum number of measurements necessary to reach a reliable mean value. In this regard, some questions have remained unresolved concerning the measurement of cardiac output (CO) by transpulmonary thermodilution (TPTD) and derived parameters such as global end-diastolic volume (GEDV) and extra-vascular lung water (EVLW). Indeed, TPTD precision has never been prospectively investigated in situations characterized by (1) constant conditions of measurements, (2) the same instrument and operator, and (3) repeated measurements during a short time period.

In the present issue of this journal, Monnet and colleagues \[[@B1]\] illustrated the precision of the TPTD technique and the number of cold boluses needed to achieve an acceptable level of precision when measuring CO, GEDV and EVLW in 91 critically ill patients. In this elegant study, the authors performed a series of five successive thermodilution measurements and then analyzed the precision of each sequence to demonstrate that a precision of less than 10% for CO, GEDV and EVLW could be reached with only three cold bolus injections of 15 ml each \[[@B1]\]. In addition, the least significance change (LSC) associated with three boluses was less than 12% for these three parameters, even if the patients underwent arrhythmia, were spontaneously breathing and/or were having continuous haemodialysis.

So, what does this mean for clinical practice? Firstly, the present study has finally determined the number of boluses needed to obtain a precise value of CO, GEDV and EVLW by TPTD. Indeed, measuring a change in CO does not necessarily mean that the physiological status of the patient has changed as the error of the measuring technique is directly related to the magnitude of the LSC \[[@B2]\]. This is what is confirmed by the present study by Monnet and colleagues: it takes three boluses to reach a precision below 10% and a LSC of 12% when determining an average value of CO, GEDV and EVLW. Surprisingly, besides the manufacturer\'s recommendations (Pulsion Medical System™, Munich, Germany), very few studies have focused on this relevant issue \[[@B3]\]. Moreover, the most recent study investigating this question showed conflicting results, with only two boluses needed to determine a reliable average value of cardiac index and GEDV in the stable patients \[[@B4]\]. Secondly, in their study on the precision of the pulmonary artery thermodilution technique, Stetz and colleagues \[[@B5]\] found that three boluses were sufficient to distinguish a real change of 15% in CO compared to the error of reproducibility. In the present study, Monnet and colleagues demonstrate that the TPTD technique allows a precision of less than 10% when measuring CO. The present finding would seem physiologically rational as CO measured using the TPTD curve has a longer circulatory transit time and thus covers more heart beats, which may in turn decrease the influence that arrhythmia and/or changes in pleural pressure has on the measurement (Figure [1](#F1){ref-type="fig"}). Moreover, the demonstration that the TPTD method is more precise than the classical thermodilution technique \[[@B5]\] could have a huge impact on the definition of a positive response to a fluid challenge since the presently accepted value of a 15% increase in CO is mainly related to the precision of the pulmonary artery catheter \[[@B5]\].

![**Example of measurement of cardiac output by transpulmonary thermodilution**. Six boluses of 10 ml each (with an average room temperature of 18.62°C) administered at 1 minute intervals reveal an average cardiac output (CO) of 6.99 L/minute; standard deviation = 0.16, precision = 1.90%. BloodT°, temperature of blood; BolusT°, temperature of the cold bolus; Cath k, constant of the PiCCO™ arterial catheter; CI, cardiac index; CO, cardiac output; InjVol, volume of the cold bolus.](cc10459-1){#F1}

One cannot, however, extrapolate these findings to patients with hemodynamic instability and low CO, patho-physiological conditions where the assessment of the precision of a method is unachievable. Moreover, it is essential to acknowledge that the precision of TPTD may be related to the experience of the practitioner and of course may be compromised in extreme situations, such as high volume haemofiltration, therapeutic hypothermia \[[@B6]\], and the presence of an intra-cardiac shunt \[[@B7]\]. Finally, the impact of an increase in cold bolus volume (for example 20 ml) on the precision of the TPTD technique has not yet been determined. Therefore, until further evidence arises, three cold boluses of 15 ml each are mandatory in order to ensure precision of values when measuring CO in the critically ill patient.
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